Comparison of performances of four ELISA kits in the detection of BLV antibodies in bulk tank milk or concentrated lactoserum from herds with low prevalence of infection.
Performances of four ELISA kits in the detection of BLV antibodies in bulk tank milk was studied in 76 non-infected herds and 44 herds with low prevalence of BLV infection. None of the kits gave false positive results. On the other hand, there was an important variation in sensitivity. The kits with the highest sensitivity identified 43% of infected herds, which included 65% of infected cows. When concentrated lactoserum was tested, 59% of infected herds, which included 73% of infected cows, could be identified.